Bone mineral density (BMD) testing is used to diagnose osteoporosis, assess fracture risk and monitor changes in BMD over time. A variety of devices and technologies are used to measure BMD or other surrogate markers of bone strength. Measurements obtained with these devices are often reported according to different proprietary standards, and the comparability of values obtained with different instruments is often poor. In addition, there is a high degree of variability in the skills of the technologists performing the tests and the clinicians interpreting the results. Heterogeneity in the guidelines for using BMD measurements together with poor-quality BMD testing and reporting can result in inappropriate clinical decisions, causing unnecessary worry and expense for the patient and possible harm due to unnecessary treatment or treatment being withheld. This Review describes and discusses the mistakes commonly made in BMD testing, and emphasizes the importance of maintaining high-quality standards in order to optimize patient management.
INTRODUCTION
Osteoporosis is a common disease that is associ ated with increases in fracture risk, morbidity and mortality rates, and healthcare expenses. 1 Bone mineral density (BMD) testing is a key component in the management of patients with osteoporosis. A number of devices are currently available for the measurement of BMD and other surrogates of bone strength and fracture risk. The technologies used in bone densitometry devices include dualenergy Xray absorptiometry (DXA), quantitative ultrasound (QUS), and quantitative CT (QCT). However, the differences in the devices used to measure BMD and report the results are so great that even when the under lying technology is the same, it is impossible to compare the findings of the different devices without crosscalibration. 2 Crosscalibration is a mathematical method of correlating BMD measurements after repeatedly scanning either a phantom or multiple patients on both systems. A phantom is an object that is used to test a device's mechanical operations or calibration, or any shift or drift in measured BMD values.
In order to compare serial BMD studies on the same device, precision assessment con ducted according to wellrecognized standards 3 is necessary to calculate the precision error and least significant change (LSC). Precision error is inherent in the BMD measurement itself and is largely dependent on the skill of the technologist in placing the patient in the same position for different scans. Precision represents the reproduci bility of the BMD measurement and is typically calculated by measuring BMD in 15 patients three times or 30 patients twice on the same day, repositioning the patient after each scan. The LSC, a value that is derived from the precision calcula tion, is the smallest BMD change that is statisti cally significant with a 95% level of confidence. Unfortunately, many DXA facilities have not done precision assessment, and quantitative compari son of BMD measurements cannot, therefore, be performed. Furthermore, there is often a lack of adherence to manufacturers' recommendations for device maintenance and quality control, and the education and training of bone densitometry technologists and interpreters varies widely. For all these reasons, mistakes in BMD testing are commonly seen (Table 1) , sometimes with adverse effects on patient care.
A recent survey examined perceptions of the quality of DXA reports among almost 6,000 members of the International Society for Clinical Densitometry (ISCD), a nonprofit professional society devoted to the advance ment of excellence in the assessment of skeletal health. 4 Responses were received from 21% of clinicians (743 of 3,488) and 32% of technolo gists (754 of 2,362) to whom surveys were sent.
Most clinicians (71%) and a large number of technologists (45%) reported viewing an incor rect DXA interpretation at least once a month. Almost all the clinicians (98%) felt that poor quality DXA reports were harmful to patient care. Furthermore, technologists commonly found that demographic information (e.g. age or sex) had been entered incorrectly before the DXA scan, potentially resulting in a misleading or incorrect report.
Since it is likely that incorrect measurements will result in poor clinical decisions, all stakeholders in healthcare systems have a vested interest in assuring the validity of results. This Review identifies the common pitfalls encountered in BMD testing 6 and epidemiological studies have revealed a robust relationship between fracture risk and DXAmeasured BMD. 7 In addition, the WHO classification of BMD for the diagnosis of osteoporosis is based primarily on reference data obtained by DXA (Table 3 and Box 1). 8 Most randomized clinical trials showing a reduction in fracture risk with drug therapy have selected participants based on BMD measured by DXA. 9 Some studies have demonstrated a relation ship between reduced fracture risk with drug therapy and increased DXAmeasured BMD. 10 Furthermore, the accuracy and precision of DXA is excellent, and radiation exposure is very low. 11, 12 For these reasons, and the widespread use of this technique in clinical practice, DXA is the principal technology discussed in this Review.
QUS is used on the peripheral skeleton, most often the calcaneus (other sites include phalanges, radius and tibia). Its advantages over DXA include lower cost, portability and lack of ionizing radiation. The technology is used to measure two parameters that are asso ciated with bone strength-the speed of sound and broadband ultrasound attenuation-and studies with validated QUS devices have shown a good correlation between these parameters and fracture risk (i.e. as these values decrease, fracture risk increases). 7, 13 However, QUS cannot be used for diagnostic classification and it is not clinically useful for monitoring the effects of therapy. 14 Common mistakes made with QUS include inappropriate application of the WHO diagnostic criteria to Tscore values derived from speed of sound and broadband ultrasound attenuation measurements, and misdirected attempts to monitor the effects of therapy. QUS Tscore values at the calcaneus are not equivalent to those measured by DXA at the hip or spine because of differences in techno logy, skeletal site, reference databases and other devicespecific factors. 14, 15 A calcaneus QUS Tscore is commonly higher than a central DXA Tscore 16 and could give the patient or uninformed clinician the false impression that bone strength is better than it really is.
In the case described above, QUS was inappro priately used for diagnostic classification, leading to a false sense of security concerning skeletal health. Had it been recognized that a 'normal' QUS Tscore of -1.0 can be associated with an elevated fracture risk, further investigation might have resulted in treatment and a reduced risk of fracture.
BMD of the distal onethird radius can be measured either by a dedicated peripheral DXA device or a central DXA with the appropriate software. The measurement can be used both for diagnostic classification when using the WHO criteria and to assess fracture risk; however, it is generally not clinically useful in monitoring the effects of treatment. 17 QCT and peripheral QCT (pQCT) can measure trabecular and cortical volumetric BMD at the axial skeleton and peripheral skeletal sites, respectively. QCT technology has proven to be a valuable research tool to enhance our understanding of the pathophysiology of osteo porosis and the mechanisms of action of the pharmacological agents used to treat osteo porosis. Furthermore, QCT has been shown to predict fracture risk, although the correlation 18 However, there is a "lack of suffi cient evidence to support this position in men". In addition, "pQCT of the forearm at the ultra distal radius predicts hip, but not spine, fra gility fractures in postmenopausal women", but again with a "lack of sufficient evidence to support this position in men". 18 QCT is more expensive than both DXA and QUS; it uses higher levels of ionizing radiation and cannot be used for diagnostic classification, since the WHO diagnostic criteria were established using DXA. Furthermore, QCT Tscores are likely to be lower than those reported with DXA, 16 and therefore the prevalence of osteoporosis will be overestimated if these scores are incorrectly used in association with the WHO criteria.
wHeN IS IT APPROPRIATe TO MeASURe BONe MINeRAL DeNSITy?
A 62yearold woman with rheumatoid arthritis has been taking prednisone 10 mg/day for the past 3 years. She also takes a multivitamin daily but no other nutritional supplement. She trips on a garden hose, falls and fractures her right wrist. Many societies have released guidelines on the indications for BMD testing, usually with the intention of selecting groups or individuals at high risk (e.
DXA is contraindicated in patients for whom it is unlikely to alter clinical decisions, as well as in women who are or might be pregnant. If the patient has received recent radioopaque con trast material or radioactive compounds, DXA should be postponed until such material no longer represents a potential confounding factor. Calcium supplements should not be taken on the same day before the DXA procedure, as an unabsorbed calcium tablet located in a scanned area might affect the BMD measurement. A patient whose weight exceeds the limit for the DXA table (typically about 130 kg for older instruments; 180-200 kg for others) should not be put on the table in case of damage to the table frame or injury to the patient.
The patient described above was at high risk for fracture due to the presence of rheumatoid arthritis and longterm glucocorticoid use. BMD testing should have been done when prednisone was started, and pharmacological therapy to prevent bone loss and reduce fracture risk should have been considered at that time. 20 Although it can be argued that treatment in a highrisk patient could be initiated without a baseline BMD test, this would preclude the use of BMD to monitor the effects of therapy. In addition, not carrying out a BMD test might be a missed opportunity to consider nonBMDrelated causes of skeletal fragility, as might be suggested in a patient having fragility fractures and higher than expected BMD.
CARe AND MAINTeNANCe OF DXA DevICe A 65yearold woman has a baseline DXA that shows osteoporosis; she is treated with an oral bisphosphonate. A 1year followup study on the same instrument shows BMD loss that is greater www.nature.com/clinicalpractice/rheum than the LSC for that facility. A routine service visit then reveals that the phantom has not been measured in the past 6 months. Subsequent measurement of a phantom shows that BMD measurement is outside the tolerable range of variation. Consequently, the device is indicating an acceptable response to therapy. The same medication was continued. Failure to comply with manufacturers' recom mendations for routine device maintenance and quality control might result in unreliable BMD measurements. Device calibration may change suddenly (shift) or gradually (drift) in ways that cause BMD values to be higher or lower than those previously measured. 4, 21 Calibration shifts can occur after moving a DXA system or follow ing reassembly or breakage of its components; calibration drift can occur with deterioration of device components over time. Regular mea surement of a phantom will detect these changes before they become clinically significant, and the device can be recalibrated.
Although DXA software updates do not usually affect BMD measurements, Tscore and Zscore values (Box 1) can change due to differences in the mean BMD and/or standard deviation of reference databases; such differences may not be readily apparent. 22 This scenario might explain an observed change in Tscore or Zscore that does not correspond to BMD variations. Therefore, bone density comparisons should be made using differences in absolute BMD (g/cm 2 ) rather than percentage differences in BMD, Tscore or Zscore. 23 ACQUIRING DXA DATA A 74year-old woman has a followup DXA study 2 years after starting therapy. Comparison of BMD values at L1-L4 shows an unexpected loss of BMD. A review of the DXA images shows good positioning of the lumbar spine in the first DXA scan but tilting of the spine in the follow up scan (Figure 1) . With correct positioning, a repeat study shows that BMD is stable, suggesting an acceptable response to therapy.
Correct positioning, which primarily depends on the skill of the technologist, is critically important in obtaining a valid BMD study. The spine must be positioned in the middle of the table, parallel to the long edges of the table, with visible benchmarks to help with labeling verte bral bodies. The L4-L5 interspace is usually at approximately the level of the pelvic brim, and L1 is typically, but not always, the vertebral body below the lowest ribs associated with T12. The bone images can be used to check that the patient is correctly positioned. These images should be reviewed before the patient leaves in order to allow for a repeat scan with correct position ing, if necessary. In the patient described above, positioning of the spine was not correct, resulting in an apparent BMD that was in fact an artifact of positioning.
The hip should be internally rotated approxi mately 15 °, as suggested by a small or absent pro tuberance of the lesser trochanter, and the shaft of the femur should be parallel to the long edge of the table unless otherwise recommended by the manufacturer. For serial BMD tests, it is critical that patient positioning is as similar as possible. The 'scan mode' should be correct for the size of the patient and BMD; a larger patient with denser bones may require a scan mode with a longer scan time than a smaller patient with less dense bones.
ANALyZING THe DATA
A 68yearold man is referred for evaluation of bone loss at the lumbar spine while being treated for osteoporosis with an oral bisphosphonate. A review of the spine images shows differences in the labeling of the vertebral bodies in the two studies (Figure 2 ). When the second scan is labeled in the same way as the first, a reanalysis of the images shows that BMD is stable, representing a good response to therapy. The patient is advised to continue therapy. Box 2 ISCD indications for BMD testing. 19,a Women aged ≥65 years Postmenopausal women <65 years of age with risk factors for fracture Women during the menopausal transition with clinical risk factors for fracture, such as low body weight, prior fracture or high-risk medication use Men aged ≥70 years Men <70 years old with clinical risk factors for fracture Adults with a fragility fracture Adults with a disease or condition associated with low bone mass or bone loss Adults taking medications associated with low bone mass or bone loss Anyone being considered for pharmacologic therapy Anyone being treated, to monitor treatment effect Anyone not receiving therapy in whom evidence of bone loss would lead to treatment a Women discontinuing estrogen should be considered for BMD testing according to the indications listed above. Abbreviation: BMD, bone mineral density.
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The technologist must evaluate and, if neces sary, correct the default computerselected bone edges and markers of bone regions of interest. Vertebral body labeling, selection of bone edges and placement of the lines through the intervertebral spaces should be correct and consistent with serial BMD tests. Likewise, hip bone edges and regions of interest should be correct, with particular attention paid to the location of the femoral neck box (Figure 3 ). Other responsibilities of the DXA technolo gist include reviewing the patient's skeletal health history, entering demographic data into the computer and performing and analyz ing the scan. Historical information could be of importance in the selection of skeletal sites to be scanned; for example, if one hip has been surgically replaced, then the other should be scanned. Demographic information (e.g. age and sex) must be correctly entered into the com puter. Since the computer selects a sexmatched reference database for calculation of the Tscore, entry of the wrong sex will result in an incor rect Tscore. For example, if a man is tested but entered into the computer as a woman, a female reference database will be selected resulting in a higher Tscore than had a male reference database been used; this error could result in an inaccurate diagnostic classification and assessment of fracture risk.
The ISCD currently recommends calculating Tscores using a uniform sexmatched (white) youngadult database for patients of all ethnici ties in the USA, recognizing that other countries might use alternative databases according to local requirements. 19 Regarding Zscores, the ISCD recommends databases that are matched for sex, ethnicity and age. Although there is no estab lished standard for using or not using weight adjustment for Zscores, the evidence seems to favor not using weight adjustment. 24 
DATA INTeRPReTATION AND RePORTING
A healthy 35yearold woman undergoes DXA after a heel QUS at a health fair shows a low Tscore. The DXA study reveals a femoral neck Tscore of -2.5, leading to a diagnosis of osteo porosis. The patient is started on an oral bisphos phonate. Two years later, she is denied disability insurance cover because of the diagnosis of osteo porosis. Subsequently, a consultation with an osteoporosis specialist showed that the patient did not meet the criteria for a diagnosis of osteo porosis in the baseline DXA study. A thorough evaluation for factors contributing to low BMD is unrevealing, and the correct diagnosis is found to be "BMD below the expected range for age". 19 This condition is usually attributable to low peak bone mass 25 and is primarily genetically determined. In these patients, BMD is usually stable and the fracture risk is low. The patient's bisphosphonate therapy is discontinued and she is counseled on the importance of a healthy lifestyle and good nutrition. Reapplication for disability insurance again results in denial.
The responsibilities of the DXA interpreter, reporter or supervisor include regular and fre quent collaboration with the technologist to establish standard operating procedures for the facility and resolve any issues that arise with procedures or DXA studies in individual patients. There must be a comprehensive under standing of current standards for BMD testing, interpretation and reporting as provided by the ISCD. 19 In the case described above, an incorrect diagnosis of osteoporosis resulted in permanent economic harm (denial of disability insurance). In healthy premenopausal women it is recommended that Zscores and not Tscores are used in the interpretation of the DXA; the ncprheum_2007_257f1.eps WHO criteria for diagnostic classification using Tscores should not be used. The rationale for this recommendation is based on the likeli hood that in healthy premenopausal women the relationship between BMD and fracture risk is not the same as it is in postmenopausal women. In addition, the WHO criteria are derived from fracture prevalence data in postmenopausal, not premenopausal women. Furthermore, the interpreter should take great care to ensure that BMD comparisons are valid and that a state ment of bone loss or gain is based on knowledge of the LSC at their facility. Each report should include mention of the technical quality of the study, diagnostic classification and a statement on fracture risk.
When appropriate, fracture risk should be expressed as 10year probability of fracture according to the WHO fracture risk algorithm (FRAX™). 26 Fracture probability is more clini cally useful than relative risk in expressing frac ture risk. Although the fracture probability might be low, the relative risk of fracture can be high when the comparator population is at low risk of fracture. A common example encountered in clini cal practice is that of an early postmenopausal woman with low BMD, such as a Tscore of -2.0, and a relative risk of fracture that is four times that of an agematched woman with a Tscore of 0.0, but a 10year fracture probability that is well below the threshold for pharmacological inter vention. FRAX™, which uses femoral neck BMD and selected clinical risk factors for fracture, can be applied to untreated postmenopausal women and men aged 40-90. It has not been validated for clinical use in premenopausal women, chil dren or patients who have been treated for osteo porosis. Fracture probability can be combined with countryspecific economic assumptions to establish costeffective intervention thresh olds, such as that provided by the National Osteoporosis Foundation in the USA. 27 
CONCLUSION
Since healthcare providers depend on valid bone density reports to make patient care decisions, it is imperative that DXA facilities provide consis tently highquality data. Poor BMD reports may trigger clinical decisions that generate unnecessary medical expenses and result in therapeutic deci sions that could be harmful to patients. Clinicians at DXA facilities must be educated and trained in bone densitometry and update their skills regularly. Demonstration of proficiency in bone densitometry by certification and/or accredita tion gives healthcare providers and those who pay for these services some assurance that basic skills have been learned and can be applied.
ncprheum_2007_257f2.eps Vertebral body labeling is different to that in the first DXA scan, leading to an invalid BMD comparison. Abbreviations: BMD, bone mineral density; DXA, dual-energy X-ray absorptiometry. Figure 3 Femoral neck box placement. Each manufacturer has its own standards for correct femoral neck box placement. The dual-energy X-ray absorptiometry technologist must be familiar with the recommendations for the instrument that is used and place the neck box in the same position in serial studies. Here, both images are the same, with the femoral neck box correctly placed on the right. If these were different scans done to evaluate possible changes over time, any comparison would be invalid. (A) Incorrect analysis: femoral neck T-score = -3.2.
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(B) Correct analysis: femoral neck T-score = -3.0. 
